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Three different simple detector manipulators for spatial measurements
in a plasma discharge device

Shunjiro Shinoharaa)

Interdisciplinary Graduate School of Engineering Sciences, Kyushu University, Kasuga,
Fukuoka 816-8580, Japan

~Received 12 June 2002; accepted 6 January 2003!

Simple and convenient novel manipulators with two dimensions and three dimensions were
demonstrated for measuring various parameters directly in a cylindrical vacuum chamber. Examples
of experimental data are presented to prove the usefulness of the systems in a plasma device. Three
different mechanisms with neither internal driving nor differentially pumped systems for achieving
varying degrees of accuracy were proposed: In one of the two three-dimensional driving systems,
detectors were introduced along the axial direction with an arbitrary rotation with respect to the axis
by the use of two small-diameter bellows. The other system allowed motion along the radial
direction with the capability of arbitrary rotation by small-diameter bellows. In the two-dimensional
system, detectors could be scanned vertically using a sliding flange in addition to a radial motion
mechanism. ©2003 American Institute of Physics.@DOI: 10.1063/1.1556949#
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I. INTRODUCTION

In measuring various parameters in vacuum chamber
is often crucial to have two-dimensional~2D! and three-
dimensional~3D! profiles. However, direct spatial measur
ment access is usually limited by boundary conditions, s
as geometry access constraints in the form of ports, vac
and measuring systems, magnets, etc. Therefore, the in
lation of a complex or an expensive instrument often ne
to be considered. In plasma fields, for example, a o
dimensional~1D! profile measurement needs only a simp
driving system~linear motion! utilizing a bellows or a gauge
port without a bellows if a pipe is attached to detectors a
passed through the gauge port smoothly without air leaka
However, for 2D and 3D measurements, special care mus
taken. In principle, there are two types of moving syste
~and sometimes a combination of the two! that are located
outside or inside a chamber; e.g., a large-sized bellows~out-
side type! or a driving stage1 ~inside type! installed in a
vacuum for moving detectors in two or three dimensio
These are generally complicated, difficult to handle, and
pensive. Furthermore, for the outside type, if the displa
ment perpendicular to the axis is relatively large compare
the diameter of the bellows, it will suffer from considerab
stress since a large twisting of the bellows is expected.
the inside type, the harsh conditions of the plasma envir
ment, such as high vacuums and strong magnetic field
fects, must be considered, in addition to physical dist
bances of the plasma by this system.

Of course, one simple way of making 2D measureme
is to use a supporting pipe that is passed through a ga
port with an O ring, and bent by 90° with detectors at the e
of the chamber. This setup can provide 2D information wh
the pipe is rotated. If, in addition, the end section near
detectors can be stretched perpendicularly with respect to

a!Electronic mail: sinohara@aees.kyushu-u.ac.jp
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axis, 3D measurements may also be obtained.2 A simple an-
gular motion with a small size was proposed using a sph
cal body,3,4 and motion in the radial direction using a simp
spring for 3D measurements was also presented.5 However,
it is still desirably to further develop various 2D and 3
driving systems, or manipulators~depending on the objec
tives!, by means of a simple method.

In this article, we present novel 2D and 3D driving m
nipulators, i.e., three different mechanisms developed
making measurements in a cylindrical plasma discha
chamber, that are simple, convenient, and inexpensive.
tion II briefly describes the experimental setup used in
plasma fields for the 2D and 3D systems. In Sec. III, two
driving mechanisms are presented, with an example of
perimental data that was obtained in a plasma, to prove
usefulness of the driving systems. Note that there are
types of angular motion: A rigid sealing surface with the u
of bellows, e.g., Refs. 6–8, and a sliding bearing seal, i.e
pivot within the seals,3,4 sometimes with the use of differen
tial pumping. In our case, a simple bellows-based des
without differential pumping was used: In one of the lar
systems with two small bellows, the use of a supporting pi
0.8 cm outer diameter~o.d.! prevents drooping of the 1-cm
o.d. pipe with detectors, leading to good positioning. On
other hand, larger size shafts~2.54 cm and 1.9 cm o.d! with
two ball bearings are used in another system to prov
rigidity.8 Our small-type 3D system is handy and convenie
to use, and can be tilted with the use of a small bellows
;50°. This is larger~smaller! than the value of 34° presente
in Ref. 3 ~Ref. 4 of 60°! with a sliding bearing seal. Finally
a large 2D system used in a plasma experiment as an
ample is described in Sec. IV. This system meets the requ
ment of detector directivity, since motion in Cartesian co
dinates must be employed in order to avoid an angu
motion. Although there is a long sliding seal~the use of one
O ring! with neither a differential pumping system no
7 © 2003 American Institute of Physics
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double O rings, an appreciable increase in pressure was
found in our experiment during sliding motion.

II. EXPERIMENTAL SETUP

The experimental system9,10 for 2D and 3D measure
ments is as follows: Argon plasma was produced in a lin
device by a four-turn spiral antenna connected to a rf po
supply: ,1 kW input power with a typical frequency of
MHz. Here, the device is 45 cm in diameter and 170 cm
axial length, and the magnetic field coils surrounding
vacuum chamber generated various field configurations w
fields typically in the region of 0.5 kG. The base vacuu
pressure in this device was;1026 Torr without a baking
system, and the fill pressure wasP050.3– 30 mTorr in our
experiment, without any appreciable leak. The system u
neither differential pumping systems nor double O rings
the driving systems. Here, the acceptable leak rate was
than ,1024 Torr•1/s for driving systems in our measur
ment. This value can be evaluated from the fact that
effective speed of the exhaust is estimated to be;400 1/s
with a turbomolecular pump~pumping speed is 1000 1/s!,
and the acceptable increase in pressure is much less
1026 Torr.

Langmuir probes for plasma density and temperat
measurements, and magnetic probes for magnetic field m
surements were used to determine the plasma condition
2D and 3D spaces. The former probes have no directiv
but the latter ones do, i.e., they have three components.
needs to be considered in a driving system and will be
cussed in the next section.

III. THREE-DIMENSIONAL MEASUREMENT SYSTEMS

A. Use of end and side bottom flanges

Figure 1 shows a schematic diagram of a drive dete
in the 3D direction introduced from the end of the cylindric
chamber. Here, the moving direction of the detectors is
orthogonal to the~x, y, z! coordinates: There are one line
motion and two degrees of freedom of rotation using
three bellows and universal joints at the end flange. The

FIG. 1. Schematic view of 3D moving system using end and bott
flanges.
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bellows for this rotation mechanism have 3.3 and 9.4 cm o
and are attached to the end and side bottom flanges, res
tively. A more detailed system is depicted in Fig. 2~a!: ~x, y!
plane and in Fig. 2~b!: ~y, z! plane. As shown in Fig. 2~b!, a
stainless-steel pipe, 1 cm o.d., with detectors set on the
hand side front, is introduced from the right-hand side in
linear motion by a motor. A Viton O ring, 0.9 cm inner d
ameter~i.d.! is used at the gauge port, and the pipe surfac
lubricated with grease~Silicone Grease™! to ensure smooth
motion. Using a bellows and with the help of universal join
at the end flange, angular rotation is realized with respec
the axis. The pipe with detectors is droopy in the case
deep insertion of up to 170 cm long from the right-hand-s
flange. In order to avoid this droopy condition, a supporti
pipe, 0.8 cm o.d., is inserted from the bottom side flan
@Figs. 1 and 2~a!#, which is 80 cm away from the end flang
@Fig. 2~b!# in the axial direction. At the top end of the sup
porting pipe in Fig. 2~a!, there is a hole in the insulato
material to receive a pipe with detectors. The larger bello
9.4 cm o.d., allows rotation of the supporting pipe in the~x,
y! plane as mentioned earlier, and the smaller one, 3.6
o.d., at the lower side allows vertical motion, i.e.,y direction
@see vertical motion of a stage using a handle, as show
Fig. 2~a!#. Although the manual manipulation of the detect
position is done in this system, extending automatic 3D
sitioning with stepping motors is possible, in principle, usi
computer control.

Figure 3 shows an example, using this system, of a c
tour plot of thez component of the excited magnetic field~rf
component! with plasma densityne;1012 cm23 in the diver-
gent magnetic field~see Ref. 11 for more details!. In this
experiment, an rf wave with a frequency of 15 MHz w
excited using a loop antenna, 30 cm in diameter, as show
Fig. 3, and four measuring lines, i.e., continuous data, on
lines by magnetic probes. These are shown as dotted line
Fig. 3. Here,z50 cm is set to the window surface on th
left-hand side facing the vacuum chamber. Using this s
tem, three components of the excited magnetic field w
measured successfully in the 3D geometry to derive con
maps,11 and the angle effect was negligible. In Fig. 3, f
example, the maximum tilt angleumax of the probes with

FIG. 2. Detailed cross-sectional views of Fig. 1:~a! ~x, y! plane and~b! ~y,
z! plane.
IP license or copyright, see http://ojps.aip.org/rsio/rsicr.jsp
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2359Rev. Sci. Instrum., Vol. 74, No. 4, April 2003 Detector manipulators for plasma device
respect to the mainz axis is 4.8°, and then the mixing of th
three components is expected to be small since cu
.0.997 and sinu,0.084. Needless to say, there is no pro
lem regarding the tilting angle for the case of the detect
without directivity, such as Langmuir probes in the plasm
field.

B. Use of side flange

Using a small side flange 8 cm in diameter, a handy
measuring system was developed, as shown in Fig. 4. S
lar to the system described in Sec. III A, one linear mot
and two degrees of freedom of perpendicular motion w
possible using a small bellows with 3.6 cm o.d. A tiltin
angle with respect to the main axis~x direction! could be
changed by up to625°, and full rotation in the~y, z! plane
was done for measuring various parameters flexibly in
3D space@see arrows and bolt holes~every 30°! in Fig. 4~a!#.
Same as the case of Fig. 2~b!, a Viton O ring with 0.9 cm i.d.
was used at the gauge port and sometimes the pipe su
was lubricated with grease to ensure smooth motion. H
apart from the nondirective detectors, for the case of a la
tilting angle, we must be cautious in estimating signals fr
directional detectors, and a calibration of each componen
deriving the real values is necessary. In our experiment,
system was used successfully for the local measuremen
plasma parameters by a Langmuir probe~no directivity! near
the ten concentric electrodes.12

FIG. 3. Typical example of contour plot@logarithmic scale in~x, z! plane# of
amplitudeBz excited by a loop antenna, 30 cm in diameter, derived fr
magnetic probe data using the 3D scanning system in Fig. 1. Here, me
ing lines are indicated by dotted lines, andH and L denote high and low
amplitudes, respectively, compared with those in the neighboring regio
this experiment, plasma densityne is ;1012 cm23 in the divergent magnetic
field.

FIG. 4. Detailed cross-sectional views of 3D moving system using a sm
side flange:~a! ~y, z! plane and~b! ~x, y! plane.
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IV. TWO-DIMENSIONAL MEASUREMENT SYSTEMS

Using a larger side flange, 15.2 cm (z direction)
331 cm (y direction!, located atz560 cm, a 2D orthogona
measuring system has been developed, as shown in Fi
~Here, the initial idea came from Ref. 13.! The long flange B
~left-hand side in Fig. 5! was attached to side flange A wit
an O ring ~right-hand side in Fig. 5! using ten bolts~M6
size!, and on flange B, there were two guide rails, e.g.,
called slide guides, on which flange C could slide vertica
~y direction!. Here, the distance~gap! between the surface
of flanges B and C was very carefully kept constant at;0.5
mm in order to have no air leaks and no strong friction forc
for the case of vertical motion~no twisting of an O ring!. In
flange B, there was an aperture shaped like a racetr
which was 3 cm wide~z direction! and 25 cm high~y direc-
tion!, and a Viton O ring with an i.d. of 15.9 cm was place
on the groove, which was located outside the aperture.
detectors with a pipe~1 cm o.d.! passing through a gaug
port on flange C could be moved vertically up and down
612 cm using a handle attached to flange B, as shown a
top of Fig. 5: The handle and flange C were connec
through a screw and a screw nut~see E and F in Fig. 5!. For
radial motion~x direction!, a motor driving system, denote
by D, was installed and attached to flange C. Here, a Vito
ring, 0.9 cm i.d., was used at the gauge port, and the p

ur-

In

ll

FIG. 5. Schematic view of 2D moving system using a sliding side flan
@~y, z! plane#.
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surface~sliding surface! was lubricated with grease to pro
duce smooth motion in the radial~vertical! direction.

Figure 6 shows an example of the radial~x direction!
profiles of ion saturation current,I Is , as a function of the
distance Dy between the plate and the plasma (P0

50.3 mTorr and bias voltageVb5250 V on this plate!.
Here, the biased plate was a square 20 cm320 cm and had
0.1 cm thickness on the~x, z! plane. Its surface was 5 cm
lower in the central axis of the vacuum chamber, i.e.,y5
25 cm ~see Ref. 14 for more details!. In this experiment,
I Is50.1 corresponded tone523109 cm23 if the electron
temperature was constant at 5 eV. Although a discreteDy
was described in Fig. 6, continuous changes inDy were
possible in addition to thex direction.

The present system solved a problem that persisted
previous experiment,15 where insufficient 2D measuremen
were obtained with a 1D driving system~x direction! for
detectors: It was difficult to acquire 2D data correctly sin
the bias plate itself had to be moved vertically, which infl
enced plasma performance, i.e., plasma parameters cha
depending on the bias plate position. In this present sys

FIG. 6. Typical example of radial profiles of ion saturation currentI Is ,
obtained while changing the distanceDy between the plate and the plasm
(P050.3 mTorr andVb5250 V), using the 2D system in Fig. 5.
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probes could be moved in the 2D direction without chang
the bias plate position. In addition, it was shown that
thogonal 2D motion, which resulted in no problems for t
detectors in terms of directivity, as was mentioned earl
was successfully executed without any appreciable air le
age~the increase in pressure was much less than 1026 Torr
during slow vertical movement of less than cm/s!. If linear
motion capability in thez direction were to be added usin
the same method as that mentioned herein, this system c
easily be extended to the 3D orthogonal system along w
computer control of the detector position.
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